Use of Dithiothreitol to Dislodge Bacteria From the Biofilm on an Aortic Valve in the Operating Theatre: A Case of Infective Endocarditis Caused by Staphylococcus aureus and Proteus mirabilis.
This is the first reported case of 2 biofilm-producing bacteria, Staphylococcus aureus and Proteus mirabilis, identified from an aortic valve using an innovative device with dithiothreitol solution, able to dislodge bacterial biofilm. The method is usable in the operating theatre and recommended in infective endocarditis nonresponders to empiric therapy.